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Field  Evaluat  on  of  Sea  Data  Directional 
Wave  Gage  (Model  635-9) 
by  D.  G-  Aubrey 

I 

Abstract 

-  I 

A  directional  wave  gage  consisting  of  a  two-axis  electromagnetic  j 

current  meter  and  a  pressure  sensor,  developed  by  Sea  Data  , 

t 

Corporation,  with  modifications  specified  by  the  author,  was 

successfully  deployed  during  the  joint  NOAA/U.S.  Army  Coros  of  j 

Engineers  Coastal  Engineering  Research  Center's  Atlantic  Remote 
Sensing  Land/Ocean  Experiment  (ARSLOE)  during  November,  1930.  Data 
recovery  rate  was  1001^  and  instrument  function  was  verified  through 
comparison  with  a  four-element  pressure  sensor  array  at  the  same 
location,  an  X-band  imaging  radar,  and  with  surface  meteorological 
observations  charting  developing  local  wave  fields.  The  instrument 
was  proven  to  be  a  viable  alternative  for  point  measurements  of 
directional  wave  fields  and  for  estimating  the  first  five  fourier 
coefficients  in  a  directional  wave  model. 
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Introduction 


A  field  evaluation  of  a  compact,  internally-recording  directional 
wave  gage  was  performed  at  Duck,  N.C.  (figure  1),  in  November,  1980, 
at  the  U.S.  Army  Corps  of  Engineer's  Field  Research  Facility  (FRF),  as 
part  of  the  Atlantic  Remote  Sensing  Land/Ocean  Experiment  (ARSLOE). 

The  directional  wave  gage  was  built  by  Sea  Data  Corporation,  of 
Newton,  MA,  with  modifications  specified  by  the  author,  for  use  in  a 
Woods  Hole  Oceanographic  Institution  Sea  Grant  project  evaluating 
tidal  inlet  dynamics  at  Nauset  Inlet,  Cape  Cod,  MA  (Aubrey,  1979). 
Participation  in  ARSLOE  was  designed  to  evaluate  the  performance  of 
the  Sea  Data  system  against  that  of  other  directional  wave  gages 
sampling  simultaneously. 

ARSLOE,  jointly  sponsored  by  the  NOAA  Ocean  Waves  Program  and  the 
U.S.  Army's  Coastal  Engineering  Research  Center  (CERC),  was  a  field 
experiment  designed  to  intercompare  remote  and  in  situ  observations  of 
the  ocean  surface  wave  field.  Added  to  this  was  an  effort  to  acquire 
synoptic  observations  of  the  physics  of  ocean  wave  generation,  growth, 
and  dissipation.  Table  1  presents  the  various  types  of 
instrumentation  deployed,  responsible  agencies,  and  dates  of 
operation.  The  Sea  Data  system  is  listed  as  ARSLOE  number  91. 

A  post-experiment  workshop  was  held  by  ARSLOE  at  Virginia  Beach, 
VA. ,  from  February  18-^0,  1980,  with  the  intent  of  coordinating 
comparisons  between  the  various  instrument  platforms,  and  to  develop 
working  groups  for  investigating  different  elements  of  surface  wave 
generation,  propagation,  and  dissipation. 
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map  for  U.S.  Army  Corps  of  Engineers  Coastal 
ng  Research  Center's  Field  Research  Facility 
980  ARSLOE  experiment. 


TABLE  I 


List  of  ARSLOE  parti ci pants,  sensor  types,  and  location  of  sensors 
relative  to  tne  Field  Research  Facility  (FRF). 


NO. 

SENSO.R 

LOCATION 

ORGAIIIZATION 

2 

Air  TeTiperaturo 

FRF  Bldg 

CERC/NW3 

61 

J-Ii  crobarograph 

FRF  Bldg 

CERC/NI-7S 

74 

Rain  Gauge 

FRF  Bldg 

CERC/NWS 

7S 

Relative  Hunddity 

FRF  Bldg 

CERCAIWS 

4 

Anemometer 

FRF  Bldg 

CERC/NI-7S 

C 

Anemomete  r 

Pier  -  1400’ 

CERC/NWS 

6 

Anatnometer 

Pier  -  1000 ’ 

CERC/NRL 

90 

TON  Memometer 

Pier  -  1900’ 

TSI 

93 

Anemone  ter 

Pier  -  1900’ 

CERC/NPJ3 

99 

Anemometer 

Pier  -  1850' 

Johns  Hopkins/APL 

7 

Baylor  Gauge 

Pier  -  1900’ 

CERC/FPJF 

8 

Baylor  Gauge 

Pier  -  1420 

CERC/FRF 

9 

Baylor  Gauge 

Pier  -  1050' 

CERC/FRF 

10 

Baylor  Gauge 

Pier  -  900’ 

CERC/FRF 

11 

Baylor  Gauge 

Pier  -  780' 

CERC/FRF 

12 

Baylor  Gauge 

Pier  -  700’ 

CERC/FRF 

13 

Baylor  Gauge 

Pier  -  620’ 

CERC/FRF 

89 

Pressure  Tretnsducer 

Pier  -  1420’ 

WES 

71 

07  Doppler  Radar 
(X-band) 

Pier  -  1900’ 

NRL 

80 

SONAR  (Sx-70) 

Pier  -  1850’ 

Johns  Hop’rcins/APL 

81 

Stillv;ell  Camera 

Pier  -  1850' 

Johns  Hopkins/AiPL 

S3 

LEO 

Pier  -  1900’ 

CERC 

3 

Air  Temperature 

Pier  -  1900’ 

CERC/NRL 

85 

V7dtor  Temp  Probe 

Pier  -  1900 ’ 

CERC/NRL 

Rf> 

Water  Temp  Probe 

Pier  -  o  XSL 

CERC 
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87 

V/ater  Tcrr.p  Probe 

Pier  ”20  MSL 

CERC 

34 

Tide  Gauye 

Piar  -  1900' 

CERC/NOAA 

83 

Tide  Gauge 

Pier  -  720’ 

CERC/NOAA 

66 

Pressure  Draosducer 

Pier  -  1420* 

VTES 

77 

salinity  Probe 

Pier  -22  MSL 

CERC 

78 

Salinity  Probe 

Pier  —0  f^L  , 

CERC 

57 

Lead  Lina  Sounding 

Pier 

CERC 

52 

Current  Meter 

Pier 

CERC 

55 

Dye 

1000*  N  to  1000’ 
of  Pier 

cr.:.r: 

49 

Current  Meter 

1000’  I'i  of  Pier 

CERC 

51 

Current  Mater 

500'  M  of  Pier 

CERC 

67 

CERC  Radar 

Pier  -  1900’ 

CERC 

62 

Pressure  Transducer 

pier  —  1900’ 

CSRC/FRF 

63 

P>'e33ure  Transducer 

N  of  Pier 

CERC/FPE 

33 

VJavarider 

1  kw  E 

C3RC 

54 

Currant  Meter 

800 ’  N  of  Pier 

Norway 

64 

Pressure  Transducer 

SXY  Gauge 

3C0’  N  of  Pier 

CERC/Scripp! 

65 

Pressure  Transducer 
(3  pt.  array) 

800’  N  of  Pier 

Univ.  of  FI 

91 

Current  Mieter 

800'  M  of  Pier 
top  of  SXY  Gauge 

V7oods  Hole 

47 

Concrete  Blocks 

Beyond  of  Pier 

CERC 

56 

Hydrographic  Survey 

Vicinity  of  Pier 

CERC 

76 

Rods 

A  -  Mearshore 

B  -  Offshore  -  1900’ 

CERC 

145 

Current  Meter 

Pier  -  1900’ 

NRI. 

31 

WADI  Buoy 

3  km 

NEREIDES 
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34 

Wave rider 

3  km  E 

CERC 

35 

v;ave  rider 

6  km 

CERC 

36 

Wave  rider 

12  km  E 

CERC/NOAA 

17 

Discus  Buoy 

12  km  E 

N.C.  State 

23 

ENDECO  Buoy 

12  km  E 

NOAA/NOS 

24 

!-!et  Buoy 

12  km  E 

Canada 

16 

Current  Nfeter 

12  km  E 

Horway 

37 

Wave  rider 

12  km  E  X  15  km  S 

NOAA/NOS 

38 

Wave  rider 

12  km  E  X  15  km  N 

HOAA/NOS 

32 

Wave  rider 

20  km  E 

Canada 

26 

Met  Buoy 

20  km  E 

NOAA/PfffiL 

42 

XERB 

36  km  E 

NOAA/NOS 

18 

Discus  Buoy  41001 

322  km  E 

NOAA 

15 

Clover  leaf 

12,  20,  40,  60  km 

Japan 

14 

Bottom  Sampler 

Shore  -  36  km 

CERC 

79 

Side  Scan  Sonar 

Shore  -  36  km 

CERC 

144 

Geophysi cal 

Me  asurements 

Shore  -  36  km 

CERC/3iES 

69 

H.F.  Radar  -  Array 

Shore  -  40  km 

NOAA/ERL 

73 

n . F .  Radar  -  Loop 

Shore  -  40  km 

NOAA/ERL 

92 

Baylor  Gauge 

Hags  Head 

CERC 

98 

Hydrographic 

Soundings 

NOAA/NOS 

82 

Tide  Gauge 

Sound 

CERC/NOAA 

113 

UII-1 

End  of  Pier 

NRL 

114 

OV-1 

Sliore  -  40  km 

Ft.  Hood/CERC 

119 

RF-4B 

Shore  -  40  km 

KAHG/CERC 
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121 

V  P-3 

Sho  ro 

-  40  kra 

NASA/NRL 

12  7 

P-3 

Shore 

-  40  kra 

tlOAA/SAIL 

1  19 

RF-IB 

Sho  re 

-  40  kn 

U.S.  Marine  Corp 

IJl 

P-3 

Sho  re 

-  40  kn 

MRL 

13-; 

Queen  Air 

Shore 

-  40  kn 

Photo  Science/ET 

lOL 

NOA.=i-6 

Area 

NOAA/NESS 

103 

l;jidsat 

Area 

NOAA/NE3S 

102 

G025 

Area 

NOAA/NFSS 

106 

NIMBUS -V 

Area 

M?A7i/NE33 

ICO 

TIPOS-N 

Area 

i:0AA/Mi:S3 
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Hardware 


The  635-9  directional  wave  gage  consists  of  a  Sea  Data 
Corporation,  cassette  tape  drive,  with  electronics  for  powering  and 
sampling  a  pressure  sensor  and  two-axis  electromagnetic  current 
meter.  Power  is  supplied  by  a  battery  pack  contained  within  an 
aluminum  pressure  case  (coated  with  polyurethene  paint).  The  pressure 
sensor  is  a  Paroscientif ic,  Inc.,  Oigiquartz  pressure  transducer  Model 
245-A  (0  to  45  psia),  with  a  nominal  precision  of  better  than  0.01%. 
The  current  meter  is  a  Marsh  McBirney,  Inc.,  Model  512/OEM,  two-axis 
electromagnetic  sensor,  with  a  sphere  diameter  of  3.81  cm.  In  the 
configuration  deployed  at  Duck,  N.C.,  the  pressure  sensor  was  mounted 
in  the  cap  of  the  pressure  case,  and  the  current  meter  was  contained 
external  to  the  pressure  case,  with  a  cable  supplying  power  and 
transmitting  data  between  the  two.  Sea  Data  has  another  configuration 
of  the  635-9  in  which  the  current  meter  probe  is  mounted  directly  on 
the  end  cap  of  the  pressure  case. 

The  Sea  Data  electronics  provide  a  wide  range  of  switch-selectable 
burst  intervals,  burst  rates,  and  burst  duration.  In  the  ARSLOE 
experiment,  burst  rate  was  1.0  seconds,  burst  interval  was  6  hours, 
and  burst  duration  was  2048  seconds.  During  each  burst,  samples  of 
pressure  and  the  two  horizontal  velocity  components  were  taken.  Tne 
time  constant  on  the  current  meter  was  0.25  seconds.  Data  was  stored 
on  a  standard  digital  certified  450  foot  (137  m)  cassette  tape,  with  a 
capacity  of  approximately  15  megabits  of  information,  recorded  on  a 
four-track  Sea  Data  cassette  transport.  This  tape  capacity 
corresponds  to  approximately  forty-five  days  of  data  with  the  sampling 
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parameters  specified  above.  An  internal  clock  provides  elapsed  time, 
which  is  also  recorded  on  the  digital  cassette. 

No  compass  was  mounted  in  the  pressure  case  during  the  ARSLOF. 
experiment,  although  a  Digicourse  Model  225  gimbaled  compass  has  been 
added  since,  to  monitor  any  unexpected  rotation  of  the  rigid  moorings 
to  which  the  directional  wave  gage  is  attached. 

A  flooding  problem  with  the  electronics  package  of  the 
Mar sh-McBi rney  current  meter,  combined  with  a  time  constraint  imposed 
by  the  ARSLOF  experiment,  precluded  precalibration  of  the  current 
meter  by  our  lab  before  field  installation.  Immediately  upon  recovery 
from  the  field,  however,  a  steady  flow  current  meter  calibration  was 
run  at  WHOI  in  a  tow  tank  (Figures  2  and  3).  Over  the  range  of 
velocities  examined,  the  calibration  curve  is  approximately  linear. 

As  demonstrated  by  Aubrey  (1981),  the  512  current  meters  must  be 
calibrated  in  steady,  oscillatory,  and  combined  steady/osci 1 latory 
flows  to  obtain  a  true  indication  of  their  hydrodynamic  performance. 
However,  since  even  a  careful  laboratory  flume  test  is  not  a  complete 
description  of  tne  sphere's  behavior  in  the  field,  we  are  using  steady 
flow  laboratory  calibration  as  a  standard  for  comparing  current  meter 
performance. 

Installation  and  Retrieval 

The  635-9  was  deployed  in  Duck,  N.C.,  on  31  October,  1980 
(Figure  1).  The  internal  clock  was  zeroed  at  1900  hours  eastern 
daylight  time  (FDT)  on  29  October,  1980,  and  cassette  tape  ARSLOF 
10/80/2  was  begun.  Deployment  was  delayed  two  days  (until 
approximately  1315  FDT  on  31  October,  1980)  due  to  inclement  weather 
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Figure  2:  Steady  flow  calibration  of  Marsh  McBirrey  512/OEM  current 
meter  used  in  ARSLOE  experiment  as  a  component  of  the  Sea 
Data  635-9  directional  wave  system. 


(an  unforecasted  local  storm).  Internal  sett-  .  on  tne  recorder  were 
burst  interval  6  hm  3 

burst  duration  ?U4n  samples 

burst  rate  I  samp le /second 

Consequently,  sampling  times  were  0100,  0700,  1300,  and  1900  nours  EOT 
The  635-9  was  mounted  on  a  leg  of  a  wave  slope  array  owned  by  CERC 
and  operated  by  Or.  R.J.  Seymour  of  the  California  Division  of  Boating 
and  Waterways  (also  of  Scripps  Institution  of  Oceanography,  La  Jolla, 
CA).  Tne  slope  array  consists  of  four  steel  legs  radiating  from  a 
central  core  to  pressure  sensor  cases  at  eacn  end.  The  63S-9  was 
deployed  on  the  southeast  leg  of  the  slope  array  (figure  4),  with  th“ 
pressure  port  at  an  elevation  of  0.114  meters  from  the  bed,  and  the 
centen  of  the  current  meter  probe  1.00  meters  off  the  bed.  The 
current  meter  orientation  mark  was  directed  41°20'  east  of  true 
north  (wnere  a  magnetic  declination  of  8^40'  west  of  north  was 
assumed).  The  orientation  of  the  current  meter  was  determined  by  use 
of  a  compass  whicn  is  easily  read  to  within  ^  2°,  and  which  was 
mounted  far  enough  away  from  the  instrument  platform  to  eliminate 
magnetic  interference  with  the  compass  reading.  The  current  meter 
probe  was  mounted  with  the  two  axes  horizontal,  using  a  mounting 
device  developed  and  marketed  by  Deep  Ocean  Work  Systems,  Inc.,  of  San 
Pedro,  California.  This  mounting  device  has  sufficient  freedom  to 
orient  the  meters  horizontally  as  best  determined  by  a  level  bubble 
mounted  on  the  compass/orienting  device. 

The  current  meter  was  mounted  sufficiently  far  from  the  pressure 
housing  and  the  slope  array  components  to  minimize  flow  interference. 
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Figure  4:  Schematic  of  slope  array  and  635-9  as  deployed  during 
ARSLOE. 


(and  thus  conuaminated  directional  estimates).  The  two  sensors  were 
sufficiently  close  in  the  horizontal  (approximately  0.5  m)  to 
eliminate  phase  differences  between  measured  velocity  and  pressures, 
except  for  very  short  period  waves  which  are  effectively  filtered  by 
the  water  column. 

The  635-9  directional  wave  gage  was  retrieved  on  24  November  1980, 
during  the  period  of  largest  waves  encountered  over  the  entire 
deployment.  The  orientation  and  tilt  of  the  meter  were  verified 
during  the  retrieval,  as  best  as  possible  considering  the  extreme  wave 
conditions  during  the  dive.  No  change  in  orientation  of  the  gage 
appeared  to  have  occurred  during  the  deployment,  and  the  current  meter 
was  free  of  biological  contamination  (algae,  barnacles,  mussels, 
etc.).  The  gage  was  out  of  the  water  by  1300  hours,  EOT,  on  24 
November  1980.  Retrieval  of  the  gage  coincided  with  the  end  of  the 
ARSLOE  experiment.  At  retrieval  approximately  half  of  the  tape 
storage  capacity  remained,  and  the  instrument  was  still  functioning  as 
designed.  The  instrument  was  removed  under  large  wave  conditions 
because  of  diver  scheduling  constraints. 

In  the  following  analyses,  for  comparison  of  wave  direction  to 
shore  normal  orientation,  the  shore  normal  is  taken  to  be  72° 

(252°)TN  (figure  1).  Mean  water  depth  averaged  over  all  burst 
intervals  is  7.22  meters.  All  spectra  are  depth  corrected. 

Software 

The  use  of  a  two-axis  electromagnetic  current  meter  and  a  pressure 
sensor  for  determining  wave  direction  is  patterned  after  work 
performed  by  Longuet-Hi ggi ns,  Cartwright,  and  Smith  (1963),  Cartwright 
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1 


(1963),  and  Nagata  (1964).  The  directional  wave  spectrum  is  modeled 
as  a  fourier  series  truncated  at  five  coefficients,  with  different 
coefficients  for  each  frequency  band: 


S(f,^)  =  S(f)  +  ^/^(  a^  cos  ^  sin  ^) 
+  M  a^  cos  2^  +  bp  sin  2(^ 


S(f,0)  is  an  estimate  of  the  non-negative  frequency-directional 
spectrum,  S(f)  is  the  one-dimensional  frequency  spectrum,  and  the 


a^  and  b^  terms  are  frequency-dependent  fourier  coefficients  of  the 


directional  spectrum.  Cross-spectra  of  the  u,v,  and  p  terms  yield: 


C  (lii)  =  (pg)^  R^((u)j^’'  S(()),  ?S)d  <i> 

0 

2  0 
(J) 


Cu„(u)  =  (£l<)^  S(u.,  31)  sin^  ^  d  0 

2  0 


Cd,,(u.)  =  (pg)  (Ik)  R^(a.)  S(u.,  0)  cos  0  d  ^ 

CpvU)  =  (pg)  (ik)  S(a),  <t>)  sin  0  d  0 

C  (uj)  =  (^)^  R^(^)  S(u),  0)  sin  0  cos  0  d  0 

^'^2  0 
U) 


where 

R(u))  =  cosh  k  (^'*’h) 
cosh  kh 
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The  relationships  between  the  pressure  and  two  horizontal  velocity 
signals,  and  their  auto-  and  cross-spectra,  directly  yield  estimates  of 
the  fourier  coefficients: 


‘■o  ■  -I-  ffiP,'"’ 


•  («g)^ 


pu 


(  P9  )  G  (u)  )  R  (a.-  ) 


U) 

pv 


(og)  G(u3)  r  (u.') 


G^{m)  R^(u) 


R^U)  G^(a.) 


G('.)  = 


G^  (u)  R^  (oo ) 


where  C^^represent s  tne  cross-spectrum  between  quantities  s  and  t 
(auto-spectrum  if  s  =  t),  p  is  the  pressure,  u  and  v  are  the  horizontal 
velocities,  h  is  tne  water  depth,  d  is  the  distance  above  the  bed  (with  a 
subscript  indicating  either  pressure  or  velocity),  z  is  the  vertical 
coordinate  positive  upwards  from  the  bed,  g  is  the  acceleration  of 
gravity,  m  is  the  wave  frequency  (equal  to  2  times  tt  divided  by  the  wave 
period,  T),  k  is  the  wave  number  (equal  to  2  times  it  divided  by  the  wave 
length,  L).  The  cross  spectra  have  zero  quad  spectra. 

u  and  k  are  related  by  the  formula: 

2 

ui  =  gk  tanh  (kh) 

As  demonstrated  above,  tne  pressure  signal  is  necessary  only  to 

indicate  local  mean  depth  during  the  sample  interval,  since  the  sea 
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surface  fluctuations  can  be  deduced  alternatively  by  the  two  horizontal 
velocity  components  (generally  at  the  expense  of  an  increased  noise 
level).  The  directional  spectrum  determined  by  this  method  is 
necessarily  broad,  given  its  representation  by  a  truncated  fourier 
series.  It  is  convenient  to  define  several  measures  of  the  directional 
spectrum: 

Mean  direction:  =  tan"^  (b^/a^) 

directional  spread:  =  2  -  2  (a^  +  /a^ 

Other  estimates  of  directional  spread  are  possible  (see 
Longuet-Hi ggi ns  et  al.,  1963;  Mardia,  1972). 

Analysis  of  the  directional  properties  of  the  observed  waves  was 
performed  using  the  above  equations.  Spectral  estimates  were  formed 
with  record  lengths  of  2048  seconds  (34.1  min),  with  16  ensemble 
averages,  yielding  a  record  length  of  128  seconds,  and  frequency 
resolution  of  0.0078125  hertz.  The  resultant  spectral  estimates  have 
32  degrees  of  freedom.  All  spectra  are  depth  corrected. 

Results 

A  modified  form  of  the  results  of  the  analysis  of  the  Duck,  N.C., 
field  data  is  presented  in  Appendix  I.  The  compilation  consists  of 
date  and  run  number  (1  =  0100,  2  =  0700,  3  =  1300,  and  4  =  1900  EOT), 
peak  frequency,  peak  period,  a  qualitative  estimate  of  bandwidth, 

O 

total  energy  of  the  wave  field  in  cm  (defined  as  the  variance  of 
the  sea  surface  elevation,  <  n  >),  the  energy  in  the  peak  period 
(qualitatively  defined  to  indicate  relative  importance  of  different 


peaks  in  frequency),  mean  direction  at  modal  frequency  (in  degrees, 

TN,  direction  towards  whicn  waves  were  propagating),  and  directional 
spread  (in  degrees),  where  a  low  spread  indicates  a  narrower 
directional  band.  The  data  for  the  entire  experiment  were  processed, 
witn  a  100.  data  recovery.  Signal  quality  was  uniformly  good,  with 
few  outliers  (glitches)  or  nigh  frequency  contami nati on.  Before 
processing,  all  signals  were  demeaned  and  detrended  (using  a  linear 
fit),  so  low  frequency  energy  contamination  is  minimal,  as  expected  in 

p 

this  nearshore  situation.  Tabulated  value  of  <  n  >  were  calculated 

both  from  the  velocity  data  and  pressure  signal.  The  close  fit 

2 

between  the  two  calculations  of  <  n  >  gives  us  more  confidence  in 
the  use  of  the  current  meter  for  month-long  deployments. 

Appendix  II  presents  frequency  spectra  derived  from  the  slope 
array,  in  which  the  635-9  was  embedded.  Data  were  provided  by  the 
Coastal  Waves  Network  under  the  direction  of  Dr.  R.J.  Seymour.  The 
latter  data  is  band-averaged  in  a  non-linear  fashion  (number  of  bands 
merged  varies  with  frequency),  so  it  is  not  possible  to  give  a  single 
equivalent  number  of  degrees  of  freedom.  Record  length  for  these  data 
is  1024  seconds  (half  the  length  of  the  635-9  records  discussed 
here).  An  intercomparison  of  the  energy  levels  between  the  two  wave 
sensing  platforms  has  been  performed  (figure  5),  showing  remarkable 
correspondence  between  energy  levels,  consiiering  the  comparison  was 
performed  by  calculating  energies  from  the  horizontal  velocities  for 
the  635-9.  Since  a  current  meter  is  often  noisier  than  a  pressure 
sensor  (based  on  previous  experience),  velocity  agreement  indicates 
the  current  meter  worked  well.  As  expected,  comparison  between  the 
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635-9  pressure  sensor  and  slope  array  results  was  even  better  than 
that  with  tne  current  meter.  In  order  to  i nterconipare  results  from 
Appendices  I  and  II,  the  following  relationships  must  be  applied: 

^  8  rms  2  ^rms  16  1/3 

Directional  wave  estimates  from  the  slope  array  were  recently 
provided  to  us  (Appendix  3).  Comparison  between  directions  at  modal 
frequencies  can  be  made  using  Appendices  I  and  3.  The  two  directional 
estimates  agree  well  (no  r.m.s.  errors  have  been  calculated  yet),  out 
comprehensive  comparison  is  not  yet  possible  because  of  differences  in 
analysis.  The  slope  array  mean  directions  may  not  correspond  exactly 
with  tne  635-9  directions,  and  the  nonlinear  (in  frequency)  band 
averaging  of  tne  slope  array  may  yield  different  results  than  our 
ensemble  averages.  A  more  quantitative  comparison  should  be  possible 
at  a  later  date. 

In  addition,  X-band  surface  imaging  radar  provided  by  CERC 
(see  Mattie  and  Harris,  1979)  was  examined  at  the  ARSLOE  workshop  in 
February,  1981,  to  interrompare  with  the  results  of  the  635-9 
measurements.  A  comparison  of  radar  imagery  surrounding  the  635-9, 
Over  a  variety  of  different  wave  conditions,  qualitatively  verified 
the  directional  estimates  derived  using  the  635-9.  Primary  and 
secondary  wave  trains  during  several  large  and  small  wave  events  were 
jointly  identified  on  the  two  types  of  observations  (both  of  which 
have  their  particular  weaknesses,  without  doubt).  This  qualitative 
agreement  lends  credence  to  the  results  of  the  j_n  si tu  point-array 
meu'urement  with  the  635-9. 
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Wind  data  from  the  area  (provided  by  the  National  Water  Research 
Institute,  Canada)  lends  further  support  to  the  635-9  directional 
estimates  (figure  6).  By  following  the  direction  and  magnitude  of 
local  winds,  the  development  of  local  surface  wind  waves  can  be 
inferred.  The  growth  and  development  of  local  wind  waves,  and  their 
mean  direction,  agree  well  with  directional  estimates  from  the  635-9. 

Examples  of  frequency  spectra  from  several  different  periods  are 
presented  in  figures  7  through  13,  corresponding  to  periods  with 
varying  wave  conditions.  The  frequency  spectra,  which  have  been 
band-limited  to  frequencies  less  than  0.25  Hz  (due  to  the  asymptotic 
nature  of  the  frequency  dependent  depth  correction  to  bottom 
pressure),  clearly  illustrate  differences  between  unimodal  swell  and 
locally-generated  wind  wave  fields. 

Conclusions 

The  Sea  Data  Corporation  model  635-9  directional  wave  gage 
performed  well  in  a  field  intercomparison  experiment  at  CERC's  Field 
Research  Facility  at  Duck,  N.C.  Over  the  period  of  its  deployment 
from  31  October  1980  through  24  November,  1980,  the  gage  sampled  four 
times  daily  for  2043  seconds  per  burst,  with  a  100.,  data  recovery. 
Frequency  spectral  estimates  agree  closely  with  those  taken  using  a 
pressure  sensor  array  within  which  the  635-9  was  embedded. 

Directional  estimates  derived  from  the  635-9  qualitatively  agree  with 
slope  array  measurements,  surface  imaging  radar  and  wind  stress 
records  taken  at  a  nearby  station.  No  quantitative  directional 
comparisons  are  available  with  the  radar  and  wind  information  (they 
have  not  yet  been  quantitatively  analyzed)  or  with  the  slope  array 

(because  of  differences  in  bandwidth  and  differences  in  analysis). 
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SEA  SURFACE  SPECTRUM 


I  , 

161-  f  =  0  18750  sec’’ 

I  %  VARIANCE  =  19  4 


Figure  7:  (a)  Depth-corrected  frequency  spectrum  for  2  November  1980 

(0100  hrs),  calculated  from  u,  v.  Peak  is  near  5  seconds, 
(b)  Directional  specrum  at  frequency  =  0.1875  hz 
4,  =  320  tn  (direction  waves  are  coming  from),  and  angular 
‘spread  is  170.  Units  of  energy  are  relative. 
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Figure  8 


jEA  SURFACE  SPECTRUM 
10  NOV  80  -  O' 


(a)  Depth-corrected  frequency  spectrum  for  10  November  1980 
(0100  hrs),  calculated  from  u,  v.  Peaks  are  near  13  seconds 
and  8.5  seconds. 

(b)  Directional  spectrum  at  frequency  =  0.07813  hz. 

>;  =  940  (direction  waves  are  coming  from)  and  directional 
spread  is  520.  Units  of  energy  are  relative. 

(c)  Directional  spectrum  at  frequency  =  0.11719  hz. 

'f  =  960  (direction  waves  are  coming  from)  and  directional 
spread  is  39°.  Units  of  energy  are  relative. 
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SEA  SURFACE  SPECTRUM 


Oepth-corrected  frequency  spectrum  for  11  November  1980 
(0100  hrs),  calculated  from  u,  v.  Peaks  are  near  8,  7, 
and  5.5  seconds. 


Figure  10 


SEA  SURFACE  SPECTRUM 


:  (a)  Directional  spectrum  for  11  November  1980  (0100  hrs), 

for  frequency  =  0.125  hz.  <})  =  52^  (direction  waves  are 
coniing  from)  and  directional  spread  is  22°.  All 
directional  energy  densities  are  relative. 

(b)  Directional  spectrum  for  frequency  =  0.14063  hz. 

(p  =  42°  and  directional  spread  is  24°. 

(c)  Directional  spectrum  for  frequency  =  0.17969  hz. 

(p  =  360  (direction  waves  are  coming  from)  and  directional 
spread  is  17°. 
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gure  11:  (a)  Depth-corrected  frequency  spectrum  for  23  November  1980 
(1300  hrs),  calculated  from  u,  v.  Peak  is  narrow-band, 
centered  near  14  seconds. 

(b)  Directional  spectrum  at  frequency  =  0.07031  hz. 

0  =  70°  (direction  waves  are  coming  from)  and  directional 
spread  is  20°.  Energy  units  are  relative. 


-27- 


SEA  SURFACE  SPECTRUM 


Fiqure  12’  Depth-corrected  frequency  spectrum  for  24  November  1980 
(0700  hrs),  calculated  from  u,  v.  Peaks  in  spectrum  ar 
near  14  seconds  and  7  seconds. 
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Future  work  with  the  data  from  this  study  will  include 
quantitative  comparisons  of  the  directional  estimates  with  the  results 
from  the  slope  array  (CERC),  a  Marsh  McBirney  model  585  directional 
wave  gage  operated  by  CERC,  surface  imaging  radar  obtained  by  CERC,  a 
three-axis  acoustic  current  meter  deployed  by  the  Norwegian 
Hydrodynamic  Laboratory  (Trondheim,  Norway),  several  CERC  current 
meters  and  Baylor  wave  gages  mounted  on  the  FRF,  and  a  University  of 
Florida  three  element  pressure  sensor  array.  In  addition  to 
directional  wave  measurements,  mean  flow  time  histories  will  also  be 
i ntercompared,  with  a  microwave  radar  technique  developed  by  the  Naval 
Research  Laboratory  included  in  this  intercomparison. 

In  addition,  data  adaptive  techniques  are  being  applied  to 
increase  the  resolution  of  the  directional  estimates.  In  order  to 
test  the  applicabi lity  of  linear  wave  theory  to  shoaling  waves  in  7 
meters  water  depth,  phase  differences  between  p,  u,  and  v  will  be 
routinely  computed.  The  question  of  wave  field  stationarity  will  be 
preliminarily  evaluated  by  examining  how  wave  statistics  change 
between  a  2048  second  wave  record,  and  a  1024  second  record  embedded 
within  it. 

Acknowledgements 

The  instrument  was  constructed  by  Sea  Data  Corporation  of  Newton, 
Massachusetts,  under  the  guidance  of  Mr.  Winfield  Hill.  Funds  for 
performing  the  field  study  were  provided  by  Exxon  Research  Production 
Research  Company  under  Technical  Services  Agreement  PR-6520  to  Sea 
Data,  Inc.  The  purchase  of  the  instrument,  program  development,  and 


-30- 


data  analysis  were  supported  by  the  Department  of  Commerce,  NOAA 
Office  of  Sea  Grant  under  Grant  numbers  NA79AA-D-00102  and 
NA80AA-D-00077,  and  by  the  U.S.  Army  Research  Office. 

The  diligence  of  Wayne  Spencer  in  testing,  calibrating,  deploying 
and  retrieving  the  instrument  under  highly  adverse  conditions  is 
gratefully  acknowledged.  Dr.  Robert  Guza  and  Mr.  Paul  Cunningham  of 
the  Shore  Processes  Laboratory,  Scripps  Institution  of  Oceanography, 
loaned  us  a  Marsh  McBirney  current  meter  for  ARSLOE  when  our  current 
meter  malfunctioned.  Pam  Barrows  typed  the  several  drafts  of  this 
report.  Dr.  R.J.  Seymour  and  his  associates  kindly  provided  us  with 
wave  estimates  calculated  from  the  pressure  sensor  slope  array. 

Special  thanks  are  given  to  the  staff  of  the  CERC  Field  Research 
Facility  (under  the  direction  of  Curt  Mason),  for  their  energetic  and 
cooperative  support  of  field  operations  associated  with  this  data 
acqui si ti on  effort. 

This  work  benefitted  from  the  cooperation  of  the  many  participants 
in  ARSLOE,  which  was  hosted  jointly  by  the  U.S.  Army  Corps  of 
Engineers  and  the  National  Oceanic  and  Atmospheric  Administration. 


-31- 


REFERENCES 


Aubrey,  D.G.,  1979.  Sediment  transport  in  a  tidal  inlet.  WHOI  Sea  Grant 
proposal  number  R/B-21. 

Aubrey,  D.G.,  1981.  A  field  and  laboratory  comparison  of  two  shallow 
water  electromagnetic  current  meters.  In  preparation. 

Cartwright,  D.E.,  1963.  The  use  of  directional  spectra  in  studying  the 
output  of  a  wave  recorder  on  a  moving  ship,  in  Ocean  Wave  Spectra, 
Prentice-Hall,  Inc.,  p.  203-213. 

Longuet-Hi ggi ns,  M.S.,  O.E.  Cartwright,  and  N.D.  Smith,  1963. 

Observations  of  the  directional  spectrum  of  sea  waves  using  the 
motions  of  a  floating  buoy,  in  Ocean  Wave  Spectra,  Prentice-Hall, 
Inc.,  p.  111-132. 

Mardia,  K.V.,  1972.  Statistics  of  directional  data.  Academic  Press, 

N. Y. ,  357  pp. 

Mattie,  M.G.  and  D.L.  Harris,  1979.  A  system  for  using  radar  to  record 
wave  direction.  U.S.  Army  Corps  of  Engineers,  Coastal  Engineering 
Research  Center  Tech.  Report  79-1,  50  pp. 

Nagata,  Y.,  1964.  The  statistical  properties  of  orbital  wave  motions 
and  their  application  for  the  measurement  of  directional  wave 
spectra.  Jour,  of  the  Ocean.  Soc.  of  Japan,  v.  19,  p.  1-181. 

Pawka,  S.S.,  D.L.  Inman,  R.L.  Lowe  and  L.  Holmes,  1976.  Wave  climate  at 
Torrey  Pines  Beach,  California.  U.S.  Army  Corps  of  Engineers, 

C. E.R.C. ,  Tech,  paper  No.  76-5,  372  pp. 


-32- 


APPENDIX  I 


Summary  of  results  of  Sea  Data  635-9  data  acquired  during  ARSLOE  in 
October/November,  1980.  Listed  are  run  number  (1  =  0100  EOT,  2  =  0700 
EOT,  3  =  1300  EDT,  4  =  1900  EDT);  peak  frequency;  corresponding  peak 
period;  subjective  indication  of  peak  width  in  frequency  (narrow  or 
broad);  total  energy  variance,  <  n  >,  in  spectrum  (numbers  in 
parentheses  are  variance  calculated  from  current  meter,  other  numbers 
indicate  variance  calculated  from  pressure  sensor);  approximate  variance 
in  peak  frequency;  direction  of  propagation  of  waves  in  peak  frequency 
(in  degrees  true  north);  and  angular  spread,  in  degrees,  of  wave  field  at 
peak  frequency  (low  value  indicates  low  directional  spread,  nence  more 
directed  wave  train).  All  data  are  surface  corrected. 
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APPENDIX  II 


Summary  of  frequency  spectra  (band-averaged  to  yield  equal  period 
bands)  calculated  from  slope  array  to  which  the  Sea  Data  635-9  was 
attached.  Local  time  is  PDT,  so  three  hours  must  be  added  to  obtain  EOT, 
for  comparison  with  Appendix  I.  Data  provided  by  Dr.  R.J.  Seymour. 
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20.  1 

24.  1 

47.  4 

3 

2238 

64.  4 

259.  2 

1.  4 

0.  3 

1.  1 

0.  8 

0.  4 

5.  0 

23.  2 

14.  2 

53.  9 

4 

0436 

53.  0 

175.  4 

4.  0 

0.  5 

0.  7 

1.  9 

1.  0 

4.  8 

26.  1 

17.  1 

44.  2 

4 

1038 

44.  8 

125.  2 

6.  2 

0.  9 

2.  5 

1.  9 

2.  5 

3.  6 

24.  7 

32.  5 

25.  7 

4 

1 637 

62.  9 

247.  6 

1.  2 

0.  3 

0.  3 

2.  0 

0.  7 

2.  5 

19.  6 

11.4 

62.  5 

4 

2237 

66.  5 

276.  3 

1.  5 

0.  3 

0.  3 

1.  2 

1.  5 

1.  4 

16.  7 

50.  9 

26.  7 

5 

0436 

99.  5 

618.  7 

0.  8 

0.  2 

0.  2 

0.  5 

0.  6 

0.  5 

3.  7 

7.  1 

86.  8 

5 

1037 

84.  2 

443.  5 

1.  8 

0.  2 

0.  5 

0.  5 

1.  1 

1. 0 

4.  5 

23.  9 

66.  9 

5 

1638 

73.  3 

333.  7 

1.  7 

0.  2 

0.  2 

1.  0 

1.  2 

1.  2 

4.  6 

29.  0 

61.  3 

5 

2236 

63.  2 

250.  0 

1.  6 

0.  3 

0.  5 

0.  7 

1.  6 

1.  5 

7.  9 

10.  8 

75.  6 

6 

0437 

99.  B 

622.  7 

0.  4 

0.  2 

0.  2 

0.  5 

0.  5 

1.  6 

5.  8 

22.  1 

69.  2 

6y 

1039 

80.  3 

402.  6 

1.  1 

0.  3 

0.  3 

0.  4 

1.  6 

5.  4 

27.  6 

22.  3 

41.  3 

6 

1041 

80.  3 

402.  6 

1.  1 

0.  3 

0.  3 

0.  4 

1.  6 

5.  4 

27.  6 

22.  3 

41.  3 

6 

1636 

66.  0 

272.  4 

1.  6 

0.  3 

0.  4 

0.  6 

1.  7 

6.  2 

26.  1 

29.  3 

34.  2 

6 

2237 

54.  7 

187.  3 

2.  9 

0.  3 

0.  4 

1.  1 

5.  7 

11.  7 

45.  8 

20.  6 

11.9 

7 

0437 

33.  3 

91.  a 

4.  2 

0.  5 

1.  8 

3.  5 

10.  2 

33.  6 

27.  8 

12.  7 

6.  1 

7 

1035 

41.  6 

107.  9 

2.  3 

0.  6 

1.  5 

2.  7 

13.  3 

13.  3 

52.  0 

10.  2 

4.  6 

8 

0436 

29.  9 

55.  a 

2.  4 

0.  6 

1.  0 

2.  3 

5.  1 

6.  7 

25.  0 

17.  9 

39.  4 

8 

1044 

37.  2 

86.  6 

1.  8 

0.  7 

1.  6 

2.  8 

4.  7 

5.  8 

10.  4 

45.  2 

27.  5 

8 

1639 

30.  1 

56.  7 

2.  4 

0.  6 

2.  1 

3.  2 

3.  8 

3.  7 

20.  1 

34.  0 

25.  5 

9 

1039 

34.  4 

74.  2 

3.  5 

1.  2 

1.  3 

7.  6 

6.  3 

14.  2 

27.  6 

15.  3 

23.  5 

7 

1637 

45.  3 

128.  5 

0.  8 

0.  5 

0.  7 

4.  7 

7.  0 

5.  0 

17.  0 

17.  0 

47.  6 

10 

0438 

35.  7 

79.  4 

5.  9 

0.  5 

0.  6 

2.  6 

25.  4 

9.  2 

22.  6 

20.  7 

13.  0 
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CERC  DUCK  N.  C.  ARRAY.  ENERGY 
NOV  1990 

PERCENT  ENERGY  IN  BAND 
(TOTAL  ENERGY  INCLUDES  RANGE  2048-4  SECS) 


LOCAL 

SIG.  HT 

TOT.  EN 

BAND 

PERIOD 

LIMITS  (SECS) 

DAY/TIME 

(CM.  ) 

( CM.  SO ) 

22+ 

22-18 

18-16 

16-14 

14-12 

12-10 

10-8 

8-6 

6-4 

10 

1039 

29.  7 

53.  0 

2.  9 

1.  0 

1.  4 

8.  3 

19.  3 

12.  2 

19.  a 

20.  4 

15.  1 

10 

1635 

117.  9 

868.  2 

0.  a 

0.  2 

0.  1 

0.  9 

2-  1 

0.  4 

1.  5 

1.  6 

92.  a 

10 

2238 

208.  1 

2705.  7 

1.  9 

0.  3 

0.  2 

0.  3 

0.  6 

3.  0 

22.  8 

38.  1 

33.  4 

11 

0435 

178.  9 

1999.  3 

1.  4 

0.  2 

0.  2 

0.  3 

0.  4 

1.  5 

9.  3 

59.  9 

27.  2 

1 1 

1037 

142.  9 

1277.  0 

1.  7 

0.  2 

0.  4 

0.  8 

0.  7 

4.  3 

21.  8 

40.  3 

30.  2 

11 

1637 

131.  4 

1079.  0 

2.  1 

0.  3 

0.  3 

2.  4 

1.  1 

6.  5 

17.  4 

30.  4 

40.  0 

11 

2237 

168.  0 

1764.  2 

1.  7 

0.  3 

0.  2 

0.  6 

1.  2 

2.  6 

25.  5 

32.  2 

36.  1 

12 

0437 

183.  4 

2101.  6 

2.  b 

0.  4 

0.  2 

0.  8 

2.  0 

10.  2 

17.  9 

36.  4 

30.  3 

12 

1039 

170.  1 

1807.  a 

1.  3 

0.  2 

0.  2 

0.  3 

2.  9 

3.  7 

18.  6 

31.  2 

42.  0 

12 

1640 

136.  1 

1157.  7 

1.  3 

0.  2 

0.  1 

0.  3 

3.  1 

5.  8 

22.  3 

30.  3 

36.  7 

12 

2237 

151.  0 

1425.  3 

1.  4 

0.  2 

0.  2 

0.  4 

2.  O 

2.  3 

12.  6 

47.  0 

34.  4 

13 

0436 

136.  1 

1157.  9 

1.  9 

0.  3 

0.  3 

0.  3 

2.  0 

9.  3 

12.  6 

39.  1 

34.  8 

13 

1042 

110.  5 

762.  5 

1.  3 

0.  2 

0.  3 

1.  1 

3.  6 

12.  4 

20.  2 

21.  6 

39.  8 

13 

1639 

89.  9 

504.  7 

1.  8 

0.  4 

0.  4 

1.  0 

5.  1 

31.  0 

18.  3 

21.  4 

21.  0 

13 

2229 

72.  0 

324.  0 

3.  6 

0.  2 

0.  4 

2.  3 

11.  7 

42.  1 

20.  1 

12.  3 

7.  6 

14 

1037 

52.  7 

173.  5 

4.  3 

0.  3 

0.  7 

3.  4 

4.  0 

53.  7 

24.  6 

6.  0 

3.  5 

14 

1643 

43.  9 

120.  4 

3.  7 

0.  6 

2.  6 

6.  3 

11.  4 

37.  8 

23.  a 

9.  4 

4.  9 

14 

2242 

35.  0 

76.  7 

3.  2 

0.  3 

1.  4 

3.  0 

19.  1 

32.  3 

29.  1 

6.  4 

3.  7 

IS 

0442 

29.  1 

52.  9 

4.  3 

0.  7 

2.  4 

7.  2 

20.  9 

26.  0 

21.  9 

9.  5 

7.  4 

15 

1042 

29.  4 

54.  0 

3.  8 

0.  7 

1.  1 

9.  0 

26.  3 

25.  7 

12.  9 

9.  5 

11.  4 

15 

1642 

29.  8 

55.  6 

6.  0 

0.  5 

1.  4 

9.  0 

25.  4 

24.  3 

11.9 

7.  4 

14.  5 

15 

2242 

68.  4 

292.  6 

1.  1 

0.  3 

0.  5 

1.  6 

2.  6 

3.  8 

1.  5 

8.  2 

80.  7 

16 

0442 

191.  8 

2299.  2 

0.  9 

0.  2 

0.  2 

0.  2 

0.  4 

0.  8 

0.  3 

49.  7 

47.  6 

16 

1042 

161.  7 

1633.  3 

0.  7 

0.  2 

0.  2 

0.  2 

0.  4 

0.  8 

1.  8 

47.  5 

48.  7 

16 

1640 

154.  0 

1482.  4 

0.  9 

0.  2 

0.  3 

0.  4 

0.  3 

0.  5 

2.  7 

45.  6 

49.  5 

16 

2239 

127.  8 

1020.  7 

0.  6 

0.  2 

0.  4 

0.  5 

0.  a 

0.  7 

4.  8 

43.  4 

49.  0 

17 

0436 

113.  2 

801.  3 

1.  3 

0.  2 

0.  4 

0.  5 

0.  8 

2.  1 

13.  8 

40.  2 

41.  1 

17 

1037 

126.  5 

1000.  9 

1.  2 

0.  2 

0.  2 

0.  8 

1.  O 

1.  4 

12.  4 

30.  0 

53.  2 

17 

1643 

125.  4 

982.  7 

1.  8 

0.  2 

0.  2 

1.  6 

0.  7 

1.  0 

16.  4 

34.  5 

43.  9 

17 

2243 

148.  0 

1369.  3 

1.  7 

0.  3 

0.  3 

0.  5 

0.  7 

1.  2 

15.  7 

52.  8 

27.  3 

18 

0423 

133.  5 

1114.  7 

2.  8 

0.  3 

0.  2 

0.  9 

2.  4 

14.  1 

41.  3 

20.  7 

17.  8 

la 

1049 

90.  5 

511.  9 

2.  3 

0.  3 

0.  2 

0.  6 

3.  5 

13.  5 

23.  7 

19.  1 

37.  3 

18 

1726 

131.  8 

1085.  9 

1.  3 

0.  2 

0.  7 

0.  4 

2.  4 

5.  8 

7.  9 

26.  2 

55.  6 

13 

2231 

193.  6 

2392.  3 

'1.4 

0.  2 

0.  3 

0.  6 

0.  4 

1.  9 

5.  9 

59.  2 

30.  5 
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CERC  DUCK  N.  C.  ARRAY.  ENERGY 
NOV  1900 

PERCENT  ENERGY  IN  BAND 
(TOTAL  ENERGY  INCLUDES  RANGE  2043-4  SECS) 


LOCAL  S 
DAY/TINE 

IG.  HT 
(CM.  ) 

TOT.  EN 
(CM.  SO) 

22+ 

22-18 

BAND 

ia-16 

PERIOD 

16-14 

LIMITS  (SECS) 
14-12  12-10  10-8 

8-6 

6-4 

19 

1043 

134.  5 

1130.  6 

1.  9 

0.  2 

0.  3 

1.  0 

1.  6 

3.  3 

14.  2 

36.  3 

41.  5 

19 

1707 

98.  8 

609.  7 

3.  1 

0.  3 

O.  4 

0.  7 

3.  5 

4.  7 

20.  1 

36.  7 

31.  0 

19 

2304 

86.  4 

466.  9 

3.  2 

0.  6 

0.  6 

1.  0 

5.  8 

15.  6 

13.  6 

24.  8 

35.  2 

20 

0504 

97.  0 

538.  2 

3.  5 

0.  4 

0.  7 

1.  8 

16.  3 

31.  5 

16.  2 

10.  6 

19.  4 

20 

1040 

96.  3 

579.  2 

3.  0 

0.  5 

1.  8 

2.  a 

12.  2 

38.  9 

11.2 

9.  6 

20.  4 

20 

1640 

88.  0 

434.  5 

3.  a 

0.  6 

0.  8 

3.  3 

21.  4 

28.  3 

13.  3 

12.  1 

16.  8 

20 

2240 

98.  3 

604.  0 

5.  1 

0.  3 

0.  8 

6.  4 

13.  1 

26.  8 

21.  6 

11.9 

14.  4 

21 

0439 

87.  9 

483.  1 

2.  a 

0.  6 

1.  3 

3.  9 

18.  4 

31.  9 

14.  8 

11.9 

14.  a 

21 

1047 

83.  0 

430.  2 

2.  0 

0.  7 

1.  4 

4.  3 

15.  2 

28.  a 

17.  2 

13.  9 

17.  0 

21 

1 646 

104.  4 

680.  9 

1.  5 

0.  5 

0.  6 

2.  9 

6.  7 

9.  0 

10.  3 

13.  B 

55.  3 

21 

2239 

125.  1 

978.  7 

0.  8 

0.  4 

0.  3 

0.  9 

1.  5 

5.  2 

7.  7 

13.  4 

70.  2 

22 

0440 

140.  3 

1230.  7 

0.  7 

0.  3 

0.  6 

0.  6 

1.  3 

2.  1 

6.  5 

50.  8 

37.  5 

1040 

100.  a 

635.  6 

1.  1 

0.  7 

1.  1 

2.  2 

2.  0 

2.  0 

7.  6 

37.  1 

46.  6 

22 

1640 

94.  5 

557.  9 

1.  1 

0.  5 

1.  9 

2.  0 

2.  9 

4.  1 

5.  4 

27.  9 

54.  6 

22 

2240 

67.  8 

286.  9 

2.  0 

0.  9 

5,  6 

a.  2 

3.  7 

7.  3 

9.  2 

17.  0 

46.  6 

oo 

0440 

72.  1 

324.  9 

2.  0 

0.  8 

6.  5 

10.  2 

6.  8 

6.  0 

8.  1 

24.  a 

35.  2 

23 

1039 

144.  1 

1297.  6 

2.  a 

1.  0 

3.  4 

21.  2 

34.  9 

7.  9 

6.  5 

13.  6 

9.  2 

23 

1640 

199.  4 

2436.  0 

3.  4 

1.  5 

18.  6 

16.  0 

17.  9 

15.  2 

7.  6 

11.0 

9.  3 

23 

2236 

196.  3 

2408.  7 

6.  4 

1.  9 

16.  7 

18.  2 

9.  3 

14.  6 

7.  5 

16.  1 

9.  7 

24 

0440 

191.  6 

2293.  8 

4.  4 

0.  8 

1.  6 

14.  6 

31.  7 

17.  7 

10.  0 

11.6 

8.  0 

24 

1042 

177.  6 

1971.  6 

4.  7 

1.  2 

3.  2 

24.  0 

25.  6 

10.  5 

6.  5 

14.  9 

9.  7 

24 

2242 

174.  1 

1893.  4 

3.  3 

0.  7 

2.  6 

11.5 

35.  7 

12.  3 

8.  7 

16.  6 

9.  0 

25 

1043 

171.  5 

1839.  2 

2.  a 

0.  9 

6.  9 

22.  2 

16.  0 

4.  6 

8.  0 

14.  5 

24.  6 

25 

1641 

174.  9 

1912.  6 

2.  7 

0.  8 

3.  3 

20.  8 

15.  2 

7.  9 

4.  8 

14.  8 

30.  2 

25 

2241 

173.  3 

1377.  6 

2.  1 

0.  4 

3.  2 

9.  1 

20.  6 

6.  3 

4.  3 

22.  0 

32.  3 

26 

0441 

171.  8 

1845.  6 

2.  4 

0.  2 

2.  0 

16.  8 

12.  1 

9.  7 

6.  1 

22.  3 

28.  3 

26 

1048 

156.  6 

1532.  5 

1.  6 

0.  a 

1.  5 

4.  3 

16.  2 

6.  5 

5.  4 

38.  3 

25.  8 

26 

1709 

122.  1 

932.  1 

2.  4 

0.  6 

2.  4 

14.  3 

17.  4 

11.  9 

a.  3 

16.  8 

26.  2 

27 

1714 

186.  7 

2177.  9 

1.  4 

0.  4 

0.  3 

3.  9 

3.  8 

2.  9 

7.  2 

46.  5 

33.  9 

27 

2249 

178.  2 

1984.  a 

2.  7 

0.  5 

1.  4 

3.  1 

8.  1 

6.  6 

32.  3 

24.  7 

21.  1 

23 

0446 

133.  7 

1202.  8 

2.  4 

0.  6 

1.  2 

6.  6 

3.  9 

9.  7 

27.  7 

28.  5 

20  9 

20 

1646 

76.  3 

364.  2 

3.  1 

0.  7 

6.  2 

19.  3 

17.  3 

8.  4 

18.  7 

21.  2 

5.  5 
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CERC  DUCK  h4.  C.  ARRAY.  ENERGY 
NOV  1930 

PERCENT  ENERGY  IN  BAND 
< TOTAL  ENERGY  INCLUDES  RANGE  2048-4  SECS) 


LOCAL 

DAY/TIME 

SIG.  HT 
(CM.  ) 

TOT.  EN 
(CM.  SO) 

22+ 

22-18 

BAND 

ia-16 

PERIOD 

16-14 

LIMITS  (SECS 
14-12  12-10 

\ 

/ 

10-8 

8-6 

23 

2243 

53.  6 

179.  7 

2.  5 

1.  1 

6.  9 

22.  4 

14.  0 

14.  3 

22.  1 

14.  1 

29 

0444 

53.  2 

176.  7 

4.  2 

0.  9 

10.  2 

32.  4 

14.  6 

10.  8 

13.  5 

10.  9 

29 

1042 

55.  3 

191.  4 

3.  4 

0.  a 

3.  3 

51.  9 

16.  6 

5.  8 

7.  3 

6.  4 

29 

1641 

46.  3 

134.  2 

2.  7 

1.  0 

2.  2 

35.  7 

30.  0 

10.  6 

6.  4 

6.  7 

29 

2307 

35.  1 

76.  9 

3.  4 

0.  9 

2.  4 

13.  7 

34.  7 

11.  1 

5.  a 

10.  5 

30 

0444 

39.  9 

99.  3 

3.  6 

2.  3 

1.  3 

7.  4 

42.  2 

12.  4 

7.  6 

a.  0 

30 

1640 

39.  1 

95.  7 

3.  5 

2.  a 

2.  9 

7.  5 

40.  7 

11.7 

7.  4 

13.  2 

30 

2243 

39,  5 

92.  6 

2.  5 

2.  2 

5.  3 

8.  1 

43.  0 

15.  0 

7.  2 

9.  3 

6-4 

3.  1 

2.  9 

4.  9 

5.  2 
18.  O 

15.  7 
10.  7 
7.  8 
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CERC  DUCK  N. C.  ARRAY,  ENERGY 
NQU  1980 


PERSISTENCE 


ECUTIVE 

DAYS  (1 

OR 

MORE) 

SIGNIFICANT 

WAVE  HEIGHT  IS  - 

-N- 

FEET 

OR  LESS 

FEET 

DAYS 

1 

3, 

1, 

2 

2. 

3. 

2, 

2, 

3 

7, 

2, 

1, 

2, 

4 

a, 

3, 

3, 

2. 

5 

9, 

3, 

1. 

4,  3, 

6 

9, 

12, 

7, 

7 

30. 

e 

30, 

9 

30, 

10 

30, 

11 

30, 

12 

30, 

MAXIMUM 

DAILY 

SIGNIFICANT  WAVE 

HEIGHT 

FOR 

NOV 

19B0 

DATE  ( 

NOV) 

1 

2 

3 

4 

5 

6 

7 

SIG.  HT 

(FT.  ) 

5.  0 

4.  1 

2.  1 

2.  2 

3.  3 

3.  3 

1.  4 

DATE  ( 

NOV) 

a 

9 

10 

11 

12 

13 

14 

SIG.  HT 

(FT.  ) 

1.  2 

1.  5 

6.  a 

5.  9 

6.  0 

4.  5 

1.  7 

DATE  ( 

NOV) 

15 

16 

17 

18 

19 

20 

21 

SIG,  HT 

(FT.  > 

2.  2 

6.  3 

4.  9 

6.  4 

4.  4 

3.  2 

4.  1 

DATE  ( 

NOV) 

22 

23 

24 

25 

26 

27 

28 

SIG.  HT 

(FT.  ) 

4.  6 

6.  5 

6.  3 

5.  7 

5.  6 

6.  1 

4.  6 

DATE  ( 

NOV) 

29 

30 

31 

SIG.  HT 

(FT.  ) 

1.  8 

1.  3 

0.  0 
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APPENDIX  III 


Summary  of  directional  information  calculated  from  slope  array  of 
four  pressure  sensors,  in  which  the  Sea  Data  635-9  was  embedded.  Times 
are  PDT ;  three  hours  must  be  added  to  convert  to  EDT  for  comparison  with 
data  from  Appendix  I.  Angles,  relative  to  true  north,  indicate  direction 
of  propagation  of  waves  within  each  period  band.  No  estimates  of 
directional  spread  are  given.  Data  provided  by  Dr.  R.J.  Seymour. 
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CERC  DUCK  N.  C.  ARRAY.  DIRECTION 
NOV  1980 

ANGULAR  DISTRIBUTION  IN  PERIOD  BANDS 
(ANGLES  IN  DEGREES) 

LOCAL  SIG.  ANG  TOT.  SXY  BAND  PERIOD  LIMITS  (SECS) 


DAY/TIME 

(DEG) 

(CM.  SQ) 

22+  22-18 

18-16 

16-14 

14-12 

12-10 

10-8 

8-6 

6-4 

1 

0437 

266.  8 

14.  0 

255. 

2 

252.  7 

268.  9 

271.  8 

267.  8 

268.  5 

267.  2 

253.  7 

1 

1037 

265.  1 

11.  5 

244. 

6 

261.  5 

270.  5 

270.  6 

275.  7 

274.  0 

268.  8 

235.  3 

1 

1637 

271.  5 

17.  9 

254. 

5 

268.  0 

262.  3 

277.  7 

270.  9 

275.  1 

280.  9 

256.  2 

1 

2236 

224.  7 

-369.  0 

247. 

1 

296.  5 

242.  1 

253.  7 

269.  6 

i^3.  6 

241.  4 

220.  3 

2 

0436 

227.  2 

-250.  5 

247. 

0 

258.  0 

252.  6 

231.  1 

269.  6 

267.  9 

224.  2 

225.  2 

2 

1036 

235.  6 

-147.  5 

337. 

4 

257.  0 

261.  9 

272.  4 

277.  6 

252.  5 

236.  1 

229.  0 

2 

1639 

235.  4 

-65.  3 

272. 

1 

272.  9 

257.  8 

296.  5 

271.  7 

264.  0 

231.  8 

229.  7 

2 

2243 

238.  9 

-41.8 

264. 

1 

258.  2 

262.  8 

270.  1 

278.  5 

272.  8 

236.  6 

222.  0 

3 

0436 

245.  0 

-11.  1 

262. 

6 

290.  0 

266.  8 

272.  4 

281.  9._274.  5 

.^48.  3 

232.  3 

3 

1038 

250.  7 

2.  8 

253. 

8 

270.  5 

284.  2 

263.  0 

276.  9 

274.  4 

2'55  7 

235.  9 

3 

1630 

252.  5 

6.  1 

252. 

3 

271.  4 

260.  9 

264.  5 

273.  5 

273.  5 

256.  2 

237.  6 

3 

2238 

264.  6 

41.  5 

258. 

4 

273.  6 

252.  9 

273.  4 

272.  8 

271.  9 

265.  4 

260.  7 

4 

0436 

265.  9 

30.  4 

278. 

5 

255.  9 

269.  4 

265.  2 

271.  9 

266.  0 

261.  0 

267.  1 

4 

1038 

264.  9 

21.  2 

259. 

6 

256.  6 

276.  9 

261.  0 

265.  9 

?6B.  9 

263.  6 

262.  7 

4 

1637 

278.  1 

65.  1 

242. 

1 

296.  5 

253.  1 

255.  4 

265.  2 

276.  0 

266.  2 

284.  5 

4 

2237 

280.  7 

87.  5 

254. 

2 

251.  5 

259.  5 

258.  3 

268.  3 

274.  a 

285.  0 

282.  7 

5 

0436 

225.  6 

-146.  5 

163. 

5 

252.  3 

271.  8 

265.  7 

268.  5 

275.  7 

248.  7 

196.  3 

5 

1037 

231.  0 

-93.  8 

250. 

1 

265.  9 

271.  5 

254.  1 

269.  2 

266.  6 

237.  5 

222.  3 

5 

1638 

233.  8 

-61.  1 

265. 

7 

260.  9 

250.  9 

259.  2 

271.  0 

266.  7 

236.  0 

227.  6 

5 

2236 

234.  1 

-42.  4 

260. 

5 

269.  5 

252.  9 

264.  1 

258.  4 

268.  3 

259.  6 

220.  9 

6 

0437 

231.  9 

-118.  9 

234. 

6 

179.  8 

260.  0 

257.  1 

265.  1 

269.  7 

235.  2 

224.  5 

6 

1636 

249.  4 

-1.  2 

251. 

5 

250.  7 

257.  6 

262.  0 

260.  2 

270.  •=! 

247.  3 

231.  3 

6 

2237 

262.  3 

28.  8 

254. 

8 

261  0 

264.  6 

253.  1 

256.  7 

270.  5 

263.  3 

243.  0 

7 

0437 

259.  4 

9.  8 

238. 

3 

255.  5 

257.  4 

251.  2 

252.  0 

268.  8 

270.  1 

255.  6 

7 

1035 

264.  7 

20.  1 

253. 

2 

266.  1 

259.  6 

249.  4 

258.  1 

268.  4 

277.  0 

273.  9 

8 

0436 

275.  1 

14.  7 

254. 

2 

259.  1 

263.  9 

258.  2 

267.  3 

270.  8 

277.  2 

308.  5 

8 

1044 

282.  9 

29.  4 

273. 

3 

263.  8 

261.  1 

256.  7 

264.  4 

274.  0 

296.  5 

286.  5 

8 

1639 

273.  6 

14.  8 

233. 

5 

258.  0 

259.  4 

274.  8 

261.  1 

273.  5 

277.  4 

315.  9 

9 

1039 

268.  3 

16.  2 

262. 

2 

251.  5 

255.  9 

257.  2 

253.  3 

280.  4 

276.  9 

270.  3 

9 

1637 

268.  9 

25.  8 

268. 

9 

271.  2 

251.  4 

247.  3 

259.  5 

269.  7 

266.  5 

315.  3 

10 

0438 

261.  3 

9.  7 

278. 

6 

250.  0 

249.  7 

250.  9 

259.  3 

268.  8 

272.  8 

258.  7 

10 

1039 

261.  5 

7.  4 

330. 

8 

251.  5 

255.  2 

252.  3 

258.  1 

264.  5 

282.  2 

255.  6 
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CERC  DUCK  N.  C.  ARRAY.  DIRECTION 
NOV  1980 

ANGULAR  DISTRIBUTION  IN  PERIOD  BANDS 
(ANGLES  IN  DEGREES) 


LOCAL 

SIG.  ANG 

TOT.  SXY 

BAND 

PERIOD  LIMITS  (SECS) 

DAY/TIME 

(DEG) 

(CM.  SQ) 

22+  22-18 

18-16 

16-14 

14-12 

12-10 

10-8 

8-6 

6-4 

10 

1635 

222.  3 

-218.  7 

265.  4 

269.  5 

257.  9 

255.  5 

253.  5 

260.  4 

237.  5 

194  ? 

10 

2238 

227.  8 

-726.  9 

206.  5 

212.  6 

246.  3 

258.  8 

244.  3 

235.  0 

222.  7 

224.  7 

11 

0435 

224.  3 

-580.  1 

236.  9 

219.  2 

258.  8 

240.  0 

237.  7 

239.  2 

221.  8 

220.  9 

11 

1037 

229,  0 

-325.  8 

,252.  9 

248.  3 

245.  8 

249.  2 

247.  8 

239  0 

224.  5 

218.  4 

11 

1637 

229.  2 

-264.  7 

231.  1 

206.  5 

251.  2 

246.  4 

243.  1 

238..  8^ 

227.  1 

218.  9 

11 

2237 

230.  9 

-410.  a 

241.  1 

245.  7 

250.  1 

247.  0 

248.  3 

242.  l' 

224.  8 

190.  8 

12 

0437 

232.  0 

-470.  9 

240.  7 

227.  9 

251.  5 

251.  6 

245.  6 

239,  8 

225.  0 

226,  3 

12 

1039 

230.  2 

-424.  a 

243.  3 

261.  7 

244.  7 

247.  2 

246.  9 

238.  9 

224.  8 

225.  3 

12 

1640 

233.  6 

-235.  2 

170.  6 

238.  0 

248.  6 

251.  4 

249.  4 

244.  5 

228.  1 

224.  0 

12 

2237 

229.  6 

-346.  3 

206.  5 

224.  4 

243.  2 

249.  8 

249.  9 

243.  0 

227.  4 

222.  4 

13 

0436 

236.  2 

-199.  2 

241.  2 

250.  7 

261.  4 

259.  7 

256.  3 

249.  1 

232.  1 

226.  3 

13 

1042 

240.  0 

-93.  5 

250.  3 

254.  2 

264.  2 

260.  9 

267.  5 

248.  5 

230.  7 

226.  1 

13 

1639 

248.  3 

-15.  2 

259.  5 

267.  6 

244.  8 

249.  3 

257.  6 

257.  0 

238.  5 

234.  9 

13 

2238 

256.  8 

28.  5 

244.  0 

267.  7 

258.  9 

259.  1 

264.  8 

253.  B 

243.  9 

236.  6 

14 

1037 

263.  0 

28.  0 

256.  8 

259.  4 

259.  3 

265.  6 

262.  7 

263.  1 

266.  1 

265.  1 

14 

1643 

262.  4 

19.  4 

247.  5 

259.  5 

270.  2 

261.  4 

261.  5 

264.  3  260.  6 

253.  0 

14 

2242 

259.  8 

8.  6 

251.  5 

271.  7 

260.  9 

246.  4 

261.  1 

264.  3^264.  6 

269.  9 

15 

0442 

260.  5 

7.  0 

249.  1 

242.  0 

258.  1 

263.  0 

258,  7 

265.  1 

262.  2 

252.  5 

15 

1042 

258.  6 

5.  0 

242.  5 

257.  1 

271.  9 

251.  7 

2.50.  9 

267.  0 

263.  6 

267.  3 

15 

1642 

258.  0 

4,  9 

239.  9 

252.  7 

260.  1 

252.  4 

255.  1 

268.  4 

265.  6 

260.  9 

15 

2242 

230.  2 

-59.  5 

223.  2 

265.  4 

271.  1 

252.  1 

255.  7 

259.  9 

234.  9 

224.  4 

16 

0442 

229,  5 

-555.  7 

227.  8 

242.  6 

264.  0 

253.  8 

256.  5 

250.  1 

223.  4 

229.  4 

16 

1042 

234,  3 

-305.  2 

242.  5 

226.  0 

255.  1 

253.  4 

257.  9 

250.  3 

236,  7 

220  2 

16 

1640 

238,  0 

-225.  2 

242.  8 

273.  7 

244.  5 

258.  7 

255.  9 

249.  1 

241.  5 

233.  0 

16 

2239 

238.  3 

-154.  6 

256.  6 

275.  1 

251.  1 

270.  8 

255.  4 

248.  8 

257.  7 

236.  6 

17 

0436 

244.  0 

-68.  5 

249.  9 

248.  7 

251.  5 

262.  7 

265.  1 

258.  0 

243.  6 

237.  6 

17 

1037 

253.  4 

23.  6 

254.  0 

273.  3 

261.  5 

266.  0 

261.  3 

258.  2 

249,  7 

253.  8 

17 

1643 

255.  5 

54.  7 

257.  0 

227.  6 

260.  6 

254.  6 

262.  4 

268.  3 

253.  9 

251,  8 

17 

2248 

271.  2 

329.  0 

179.  1 

267.  7 

246.  5 

261.  7 

255  0 

270.  0 

274.  5 

267.  6 

18 

1049 

259.  0 

63.  1 

243.  6 

261.  1 

276,  5 

270.  6 

276.  6 

276.  4 

271,  6 

235.  7 

18 

1726 

235.  2 

-181.  7 

206.  5 

253.  4 

282.  0 

287,  3 

296.  5 

274.  9 

228.  6 

219.  4 

18 

2251 

228.  7 

-599.  8 

230.  4 

252.  9 

264.  1 

251.  7 

274.  0 

251.  5 

226.  0 

222,  3 

19 

1043 

235.  2 

-203.  5 

273.  3 

245.  5 

256.  3 

251.  4 

256.  1 

252.  7 

235.  1 

223.  1 
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CERC  DUCK  N.  C.  ARRAY.  DIRECTION 
NOV  19B0 

ANGULAR  DISTRIBUTION  IN  PERIOD  BANDS 
< ANGLES  IN  DEGREES) 


LOCAL 

SIG.  ANG 

TOT  SXY 

BAND 

PERIOD  LIMITS  (SECS) 

DAY/TIME 

(DEG) 

(CM.  SQ) 

22+  22-18 

18-16 

16-14 

14-12 

12-10 

10-8 

8-6 

6-4 

19 

1707 

236.  3 

-106.  3 

229.  2 

259.  3 

261.  2 

253.  5 

253.  1 

244.  3 

233.  4 

226.  7 

19 

2304 

239.  4 

-60.  9 

253.  1 

257.  7 

258.  4 

256.  5 

251.  6 

249.  2 

238.  7 

222.  8 

20 

0504 

248.  7 

-13.  7 

260.  7 

255.  1 

249.  1 

258.  9 

252.  3 

255.  6 

241.  4 

229.  5 

20 

1040 

253.  8 

28.  5 

262.  1 

249.  7 

261.  7 

259.  8 

261.  6 

256.  5 

248.  9 

234.  6 

1640 

250.  1 

-4.  6 

273.  0 

259.  8 

252.  2 

249.  1 

257.  9 

251.  7 

248.  6 

236.  5 

20 

2240 

252.  6 

13.  0 

296.  5 

254.  1 

260.  9 

250.  3 

252.  8 

257.  0 

257.  3 

239.  8 

21 

0439 

253.  6 

13.  8 

255.  7 

254.  2 

258.  7 

253.  3 

252.  3 

253.  2 

256.  0 

254.  0 

21 

1047 

255.  6 

26.  3 

259.  5 

264.  2 

261.  0 

255.  3 

254.  2 

256.  a 

264.  3 

246.  7 

21 

1646 

241.  8 

-58.  4 

258.  6 

251.  8 

258.  2 

257.  7 

256.  9 

267.  3 

261.  6 

221.  4 

21 

2239 

232.  7 

-191.  1 

249.  5 

253.  2 

252.  6 

252.  2 

255.  5 

253.  7 

248.  0 

221.  6 

22 

0440 

227.  4 

-312.  9 

245.  4 

248.  9 

252.  5 

247.  3 

252.  9 

244.  5 

226.  4 

219.  6 

22 

1040 

231.  8 

-137.  8 

247.  4 

252.  4 

261.  2 

260.  0 

255.  1 

251.  6 

231.  0 

222.  1 

22 

1640 

231.  9 

-111.2 

248.  7 

262.  9 

260.  0 

258.  7 

260.  9 

252.  9 

228.  7 

222.  3 

22 

2240 

242.  0 

-27.  3 

266.  3 

260.  1 

264.  2 

254.  1 

263.  0 

257.  4 

241.  9 

225.  2 

23 

0440 

244.  6 

-22.  7 

245.  4 

263.  5 

253.  8 

246.  6 

256.  8 

253.  8 

245.  9 

231.  7 

23 

1039 

252.  8 

34.  4 

261.  4 

264.  4 

257.  6 

255  5 

244.  7 

247.  2 

249.  2 

243.  1 

23 

1640 

254.  9 

139.  0 

264.  4 

262.  2 

254.  2 

260.  1 

248.  1 

2^18.  1 

256.  2 

246.  6 

23 

2236 

256.  1 

158.  6 

247.  2 

255.  3 

258.  4 

261.  0 

252.  9 

252.  8 

257.  3 

253.  9 

24 

0440 

258.  4 

230.  4 

267.  8 

268.  9 

262.  8 

259.  3 

257.  5 

256.  7 

254.  0 

255,  9 

24 

1042 

251.  7 

3.  3 

263.  6 

256,  4 

247.  1 

253.  5 

251.  8 

254.  9 

251.  5 

254.  7 

24 

1634 

256.  9 

184.  5 

263.  0 

265,  7 

252.  3 

251,  2 

254.  1 

252.  9 

265,  1 

267.  9 

24 

2242 

255.  6 

102.  0 

265.  1 

260.  2 

253.  4 

249.  2 

251.  8 

267.  2 

262,  9 

266.  0 

25 

1043 

248.  2 

-49.  8 

258.  8 

256.  2 

253.  6 

256.  6 

253.  4 

253,  2 

250.  9 

228.  7 

25 

1641 

245.  9 

-99.  8 

257.  6 

268.  0 

254.  8 

252.  2 

256.  2 

261.  8 

243.  2 

227.  0 

25 

2241 

241,  8 

-189.  1 

237.  6 

261.  6 

265.  2 

255.  4 

248.  7 

256.  9 

232.  1 

222.  4 

26 

0441 

244.  1 

-139.  8 

271.  5 

265.  7 

258.  8 

255.  6 

252.  0 

253.  6 

237.  7 

226.  4 

26 

1048 

237.  8 

-242.  6 

257.  1 

271.  5 

255.  3 

254.  6 

257.  9 

254.  7 

224.  2 

226.  4 

26 

1709 

245.  4 

-57.  9 

257.  2 

254.  8 

250.  9 

253.  9 

260.  2 

256.  4 

237.  4 

229.  2 

27 

2249 

270.  1 

478.  4 

266.  6 

257.  6 

261.  8 

260.  1 

266.  4 

281.  7 

272.  0 

261.  7 

28 

0446 

268.  7 

272.  1 

329.  9 

256.  2 

253.  6 

251. 3 

263.  1 

278.  0 

274.  8 

262.  4 

28 

1646 

258.  6 

35.  6 

238.  0 

258.  3 

249.  8 

249.  8 

261.  9 

267.  7 

265.  2 

262.  1 

28 

2243 

259.  3 

20.  1 

254.  2 

249.  3 

258.  7 

251.  4 

251.  8 

265.  1 

275.  4 

258.  0 

29 

0444 

256.  1 

11.  3 

250.  0 

253.  6 

246.  7 

254.  0 

259.  2 

271.  3 

270.  7 

260.  8 
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CERC  DUCK  N.  C.  ARRAY.  DIRECTION 
NOV  1980 

ANGULAR  DISTRIBUTION  IN  PERIOD  BANOS 
(ANGLES  IN  DEGREES) 

LOCAL  SIG.  ANG  TOT.  SXY  BAND  PERIOD  LIMITS  (SECS) 


DAY/TIME 

(DEG) 

(CM.  SO) 

22+  22-18 

18-16 

16-14 

14-12 

12-10 

10-8 

8-6 

6-4 

29 

1042 

255.  7 

11.  2 

243.  7 

254.  9 

256.  1 

245.  6 

248.  5 

262.  4 

269.  8 

268.  7 

29 

2307 

251.  0 

0.  6 

257.  0 

250.  0 

251.  7 

256.  7 

245.  5 

265.  4 

268.  7 
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